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Abstract: Silicon rods are widely employed for frontalis sling suspension. However, on passing through the tissues, at
times, the silicon rod gets detached from the stainless steel needle. This occurs more commonly in patients of
blepharophimosis syndrome, in which hypoplasia of superior orbital rim with deficiency of skin between lid and brow,
causes difficulty in passage of the needle when it is manipulated upwards from lid towards the brow. To overcome these
problems we describe the use of an 18 G intravenous catheter to railroad the needle with the silicon rod, obviating the
blind upward maneuvers with the needle and protecting against the damage to the silicon rod –needle assembly. The
technique is easily reproducible, safe and can be used in all silicon rod suspensions.
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INTRODUCTION
Brow suspension procedures have been in use since 1880s
when Dransart first used buried catgut sutures to suspend eyelid
to eyebrow in cases with inadequate levator function [1]. Payr’s
implementation of thigh fascia in 1909 marked a significant
advancement in autologous sling surgeries [2]. Since then
various materials have been tried for brow suspension including
non- absorbable sutures, skin slips, muscle slips, banked sclera
slips, autogenous fascia lata and silicon sling.
The use of silicon bands was first described in 1966 by
Tillett and Tillett [3]. In 1977, Rowan and Hayes started the
use of 0.8 mm silicon rods premounted on 0.9 mm stainless
steel needle [4]. Silicon sling has gained widespread
acceptance due to its ease of use, less surgical time and
minimal patient morbidity. Silicon sling is the procedure of
choice in certain cases of bilateral ptosis with poor levator
function, particularly in blepharophimosis syndrome and
also as a temporary procedure in severe unilateral ptosis to
prevent amblyopia [5]. The silicon rods, during the passage
become blunt and at times get detached from the stainless
steel portion. In blepharophimosis syndrome, there is
hypoplasia of superior orbital rim with severe deficiency of
skin between lid and brow. This adds to the difficulty when
the needle is passed upwards from lid towards the brow
leading to frequent detachments of silicon rod.
The Wright’s needle, a standard tool for the management
of frontalis suspension, measures 2 mm in diameter with an
eye at its tip for the introduction of fascia lata [6]. In the
event of needle detachment, Wright’s needle can be used to
guide the silicon rod but it requires larger openings and the
tip often gets blunted by repeated use leading to tissue drag.
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In an effort to reduce scarring and swelling, various
guide needles like epidural needle [7], 18 gauge hypodermic
needle [8], 18 gauge intravenous catheter needle [9] and
abdominal needle [10] have been used. However, the
epidural and abdominal needle are excessively malleable.
The 18 gauge hypodermic needle for passage of silicon rod
[8] requires removal of premounted needles from the rods.
Also, the authors reported occurrence of the silicon rod
breakage by the needle tip in two patients.
We describe a new technique of managing complicated
ptosis, in blepharophimosis syndrome using silicon sling and
guiding its passage using 18 gauge intravenous catheter
allowing smooth passage of the silicon rod. The 18 gauge
intravenous catheter had previously been used with 2,0
prolene suture.
SURGICAL TECHNIQUE
Under local anesthesia, the lid sutures were passed in the
upper lid. The lid plate was placed to protect the globe and
standard incision sites of the Fox’s method were marked on
the lid and forehead. The lid marks were made 3 mm above
the lid margin. The brow incision sites were marked on the
brow slightly medial and lateral to the medial & lateral lid
incision sites respectively. The superior brow incision site, 1
cm superior and central to both the brow incisions, was
deepened with tenotomy scissors to bury the silicon rod
ends. In the left eye silicon sling was passed starting from
superior brow incision medially in an anti-clockwise
direction. At the time of passing the sling from the lateralmost lid incision up wards towards the lateral brow incision,
a lot of resistance was encountered, possibly due to the thin
tarsus and the deficient orbital rim. As the sling was not
passing through, despite, repeated attempts, to prevent
further damage to soft tissues, an 18 gauge intravenous
catheter (internal diameter 1.03 mm, outer diameter 1.2 mm,
30 mm in length) was passed along with the stilette in place
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through the lateral brow incision downwards towards the
lateral lid marking to make a tract, the stilette was then
withdrawn and the sling attached to its steel needle (0.9 mm
outer diameter) was engaged in the flexible catheter tubing
(Fig. 1). The catheter was then withdrawn along with the
silicon sling easily through the lateral brow incision (Fig. 2).
The same procedure was carried out for bringing out the
sling through the superior brow incision (Fig. 3, 4). The sling
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was then passed through the sleeve and tightened at the
forehead to lift the lids to achieve the desired lid height and
contour. The ends of the sling were trimmed. The sleeve was
then buried in the superior forehead incision to prevent
extrusion. The superior incision was then sutured in 2 layers
using 5-0 vicryl and 6-0 silk. The other incisions were left to
heal as such. Similar procedure was repeated on the other
eye. Frost sutures were applied.

Fig. (1). The 18 G intravenous catheter is passed from the superior brow incision to exit at the lid marking.

Fig. (2). The stainless steel needle attached to the silicon rod is docked into the lumen of the catheter after withdrawing the stillete.
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Fig. (3). The 18 G intravenous catheter is passed from the central incision to the brow incision marking.

Fig. (4). The needle is docked into the catheter and the catheter is pulled out carrying the needle attached to the silicon rod.

DISCUSSION
Blepharophimosis, ptosis, epicanthus inversus syndrome
(BPES) is defined by the presence of marked reduction in all
dimensions of the palpebral fissure, ptosis associated with
hypoplasia of the tarsal plates and epicanthus inversus.
Telecanthus is seen in a majority of patients [11]. Computerized
tomography of orbit in these patients has revealed orbital
phimosis (deep and narrow orbits) [12]. Eyebrows have
increased vertical height causing a pronounced convex arch due

to constant contraction of frontalis muscle causing stretching of
hair bearing skin. There is also associated hypoplasia of superior
orbital rim with severe deficiency of vertical skin between lid
and brow [13]. These abnormalities hinder the passage of
silicon sling during ptosis surgery for BPES. The excessive
manipulation, besides causing tissue trauma, can result in
detachment of the needle from the silicon rod.
An 18G intravenous catheter is routinely available in all
theaters and is inexpensive. The needle on which the silicon
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rod is mounted, fits comfortably in catheter after removal of
its stillete and there is no need for dismembering the needle
from silicon rod. Also, the sharp tip of the stillete, slender
body and the stiffness of the catheter renders ease of
manipulation. The pulling force at the junction of the
stainless steel needle and the silicon rod is completely
removed. However, care has to be exercised while passing
the catheter with stillete at its exit point to keep the end of
silicon rod away. Also while docking the needle into the
catheter sleeve, it should be directed parallel to the sleeve, so
as to avoid damage to the catheter. The scar is minimal and
there is no trauma to adjacent tissues.
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